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and equipment supports, component 
parts, and accessories. 

(b) Classification. Class II. 

§ 892.1750 Computed tomography x-ray 
system. 

(a) Identification. A computed tomog-
raphy x-ray system is a diagnostic x- 
ray system intended to produce cross- 
sectional images of the body by com-
puter reconstruction of x-ray trans-
mission data from the same axial plane 
taken at different angles. This generic 
type of device may include signal anal-
ysis and display equipment, patient 
and equipment supports, component 
parts, and accessories. 

(b) Classification. Class II. 

§ 892.1760 Diagnostic x-ray tube hous-
ing assembly. 

(a) Identification. A diagnostic x-ray 
tube housing assembly is an x-ray gen-
erating tube encased in a radiation- 
shielded housing that is intended for 
diagnostic purposes. This generic type 
of device may include high voltage and 
filament transformers or other appro-
priate components. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 61 
FR 1125, Jan. 16, 1996; 66 FR 38819, July 25, 
2001] 

§ 892.1770 Diagnostic x-ray tube 
mount. 

(a) Identification. A diagnostic x-ray 
tube mount is a device intended to sup-
port and to position the diagnostic x- 
ray tube housing assembly for a med-
ical radiographic procedure. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 61 
FR 1125, Jan. 16, 1996; 66 FR 38819, July 25, 
2001] 

§ 892.1820 Pneumoencephalographic 
chair. 

(a) Identification. A 
pneumoencephalographic chair is a 
chair intended to support and position 

a patient during 
pneumoencephalography (x-ray imag-
ing of the brain). 

(b) Classification. Class II. 

§ 892.1830 Radiologic patient cradle. 

(a) Identification. A radiologic patient 
cradle is a support device intended to 
be used for rotational positioning 
about the longitudinal axis of a patient 
during radiologic procedures. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 61 
FR 1125, Jan. 16, 1996; 66 FR 38819, July 25, 
2001] 

§ 892.1840 Radiographic film. 

(a) Identification. Radiographic film is 
a device that consists of a thin sheet of 
radiotransparent material coated on 
one or both sides with a photographic 
emulsion intended to record images 
during diagnostic radiologic proce-
dures. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 66 
FR 38819, July 25, 2001] 

§ 892.1850 Radiographic film cassette. 

(a) Identification. A radiographic film 
cassette is a device intended for use 
during diagnostic x-ray procedures to 
hold a radiographic film in close con-
tact with an x-ray intensifying screen 
and to provide a light-proof enclosure 
for direct exposure of radiographic 
film. 

(b) Classification. Class II. 

§ 892.1860 Radiographic film/cassette 
changer. 

(a) Identification. A radiographic film/ 
cassette changer is a device intended to 
be used during a radiologic procedure 
to move a radiographic film or cassette 
between x-ray exposures and to posi-
tion it during the exposure. 

(b) Classification. Class II. 

VerDate Mar<15>2010 19:45 May 02, 2013 Jkt 229075 PO 00000 Frm 00560 Fmt 8010 Sfmt 8010 Q:\21\21V8.TXT ofr150 PsN: PC150


	Blank Page

		Superintendent of Documents
	2014-01-02T14:14:07-0500
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




